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SUMMARY

This article provides an overview of several software control applications developed for NASA using

LabVIEW. The applications covered here include

• an Ultrasonic Measurement System for nondestructive evaluation of advanced structural materials, an Xray

Spectral Mapping System for characterizing the quality and uniformity of developing photon detector
materials

• a Life Testing System for these same materials,
• and the instrument panel for an aircraft-mounted Cloud Absorption Radiometer that measures the light scat-

tered by clouds in multiple spectral bands.

Many of the software interface concepts employed are explained. Panel layout and block diagram (code) strate-

gies for each application are described. In particular, some of the more unique features of the applications' interfaces
and source code are highlighted. This article assumes that the reader has a beginner-to-intermediate understanding of
LabVIEW methods.

INTRODUCTION

LabVIEW has developed an enthusiastic following worldwide for physics applications, engineering test and
measurement systems, and process control (Johnson, 1997). Numerous NASA scientists and engineers use the
LabVIEW language as the basis for instrument control, data acquisition, display, and data storage operations

(Baroth, et al., 1998; Buchanan et al., 1996; Huff, 1998; Lhota, 1998; Wilson, 1997). With recent releases, Lab-
VIEW has evolved from an instrument control and data acquisition tool to a general-purpose software development

system that can be employed for nearly any application. Additionally, the ability to interface LabVIEW source code
and applications with other programming languages (such as Visual Basic) means the software engineer can employ
a combination of favorite tools and development environments while working on any project. Moreover, text-based
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codingis still easily possible in LabVIEW through various types of formula nodes and script languages (such as

MATLAB). In this article, several of the specific LabVIEW user interface concepts developed for NASA experi-
mental applications are described. This article assumes that the reader has a beginner-to-intermediate understanding
of LabVIEW methods.

Typically, a 'complete' application encompasses control, data acquisition, display, analysis, and data storage.

The front panel layout and block diagram (code) strategies are given for each application. Some of the more unique
features of the applications' interfaces are highlighted. The applications described here include an Ultrasonic Meas-

urement System for nondestructive evaluation of advanced structural materials, an Xray Spectral Mapping System
for characterizing the quality and uniformity of developing photon detector materials, a Life Testing System for

these same materials, and the instrument panel for an aircraft-mounted Cloud Absorption Radiometer that measures
light scattered by clouds in multiple spectral bands. All software was written for standard PCs running Microsoft

Windows 9x/2000/NT operating and LabVIEW version 4 to version 6i.

NASA LabVIEW-BASED APPLICATIONS

Ultrasonic Measurement System For Nondestructive Evahtation of Advanced Structural Materials

The LabVIEW-based ultrasonic measurement system was designed to facilitate high-frequency (1 to 150 MHz)

ultrasonic characterization of the internal structure of materials. Current materials the system is characterizing
include those being developed for advanced high-temperature aeropropulsion applications under supervision of

NASA. The velocity and attenuation of ultrasonic waves are dependent upon both material type (chemical composi-
tion) and microstructure (number of voids/pores, grain size). Since material microstructure impacts physical proper-
ties (for example, stiffness, strength, electrical conduction and so forth, ultrasonic measurements can to some extent
be used to predict the behavior of materials in Scrv_ce_ : _ _ _

The ultrasonic measurement system W0rks dst'oll0ws. A piez0electric-based ultrasonic transducer is placed on
top of the material sample to be characterized. The transducer is electrically excited by a voltage from a pulser and

transforms the voltage into a high frequency mechanical wave (vibration). The wave is transmitted to and into the

material sample where it bounces off of the sample surfaces. The various bounces or echoes return to the same

transducer where they are converted from mechanical back to electrical form. The echoes are sent to a PC-based
1 GHz analog-to-digital (A/D) converter for digitization. The digitized waveform is output from the A/D converter

for digital processing and display.
The LabVIEW program performs the major functions necessary to control the A/D converter (via a custom

software driver). In addition, the software is responsible for analyzing the measurement data generated by the
experiment, as well as displaying and storing the results of the analysis. Here, the software application and its most
important subVI (subroutine) are described:

• The front panel was designed so that all functions necessary for full operation are clearly and easily accessi-

ble (fig. 1).

• The development team decided to forgo the conventional Windows gray-colored interface for a more color-
ful, but tasteful presentation.

• Function key navigation was employed for all control buttons (see F* notation on control buttons) to permit
key stroke navigation in addition to mouse clicks.

• Menu and tool bars were selectively hidden using setup options.

• Help files and the underlying ultrasonic equations used for the ultrasonic properties calculations are accessi-

ble via windows activated from the front panel control buttons.

For the purposes of this article, a simulation/model of the software architecture has been constructed. The basic

block diagram model employed for this application is shown in figure 2 and described below:

• The software architecture employed was a variation of the popular 'parallel while loop' concept (Johnson,

1997), By using this structure, two operations can execute concurrently. In this instance, continuous ultra-
sonic waveform acquisition occurs in the background (transparent to the user) within one while loop (the

'main' loop here), while other user-selectable subVI modules utilizing the waveforms are located in a second

running while loop. SubVI modules are dynamically loaded using the 'Call by Reference' method. Although
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onlyonesubVIisshownin this model block diagram, each subVI resides within its own case structure and is

dynamically loaded when the true case is activated.
• When the main VI is started, waveform acquisition begins immediately in the background and the waveforms

are placed in a queue. When the user enters the various subVIs that require the live waveform feed, the wave-

forms are removed from the queue. In order to minimize memory usage, the queue is set up to hold only 1
waveform element. The 'insert queue element' function is set to timeout after 200 millisec. The result of this

setup is that if the user is not in a subVI which removes waveform elements from the queue, the queue is con-
tinuously emptied via a flush function. The timeout condition with flush function is necessary to prevent inef-

ficient memory use and lockup of the main while loop (which would not allow stopping of the program).

• An array global variable was tested as a queuing system for exchanging the waveforms between main caller

and the subVIs. However, the system seemed to run slower and choppier.

The OSCOPE subVI module is the heart of the ultrasonic measurement system and for the purposes of this arti-

cle it has been updated to LabVIEW version 6i. Again, the front panel (fig. 3) has been designed for ease of use.
This module allows frequency-domain analysis of time-domain waveforrns and sends the frequency domain magni-

tude and phase outputs of the various echos (labeled B2, B 1, FS2, FS 1) in the waveform to the other modules for
calculation of ultrasonic material properties. These ultrasonic material properties include Reflection Coefficient,

Attenuation Coefficient, Cross-correlation Velocity, Phase velocity (Roth, 1995) and a number of other properties
based on time- and frequency-domain characteristics. The OSCOPE module has the following characteristics:

• It is logically divided up into controls and indicators using vertical text labeling and grouping of front panel
items.

• It has general and specific directions boxes in the front panel window that are highly visible to the user with

the specific directions changing as different echoes are chosen.

• Tip strips are used to describe controls and indicators and provide direction for the user.

• User-adjustable controls are color-coded in order to differentiate them from indicators.

• Shows windows for time and frequency domain analysis of waveforms. The upper time domain waveform

graph window shows the raw waveform and is voltage autoscaled. The lower time domain window shows a
running average of the time domain waveform acquisition. All controls in the OSCOPE module are applica-

ble to the running average waveform and not the raw waveform. The number of averages are user-selectable
to any value in real-time, in both the time- and frequency-domains. (Signal-to-noise ratio is directly propor-

tional to the square root of the number of averages). The time-domain running average technique is imple-
mented via a modified circular buffer method (Johnson, 1997 and LabVIEW Developer Zone, 2000). AC

coupling removes the DC component from the running average reducing spectral spreading. For best fre-
quency domain results, voltage level should be adjusted for each (B2, B 1, FS2, FS 1) echo as it is time gated

to obtain maximum height in the window without thresholding out.

• (The X-axis formatting of the graphs is in SI notation which shows 'u' for micro, 'n' for nano, etc. The

X-axes labels show [asec as these are the time scales normally encountered in this ultrasonics research.

This logic is also used in labeling the indicators to the lower right of the OSCOPE display window.)

• The use of real-time adjustable bubble cursors to define time windows for the individual echoes of the time
domain waveform. These echoes are analyzed in the frequency domain window showing magnitude and

phase. This frequency domain information is captured and stored for analysis of ultrasonic material properties

as previously mentioned.

• The choice of frequency-domain windowing methods.

• Stoppage of parallel loops from one control button (Johnson, 1997).

The block diagram of the OSCOPE module is shown in figure 4. Its characteristics include:

• Extensive use is made of control references so that property (formerly attribute) nodes of controls and indica-

tors can be placed in subVIs. A property node new to LabVIEW version 6i, 'Value,' essentially eliminates the
need for local variables. Therefore even initializations and other value changes can be handled in subVIs
rather than on the block diagram where the control terminal is located. This results in a dramatic reduction in

block diagram size and as such, will facilitate keeping block diagram size to a single nonscrollable panel

(National Instruments, 2000).
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• SubVIs are used to handle initialization, the modified circular buffer implementation, waveform display, cur-

sor information, echo display, and frequency domain processing. These are the main functions of the module
and by placing them in the block diagram, the user can get a general feel without having to go to lower levels

of the flow and processes of the code. Diagram size and interpretation remains manageable. The diagram
could have been reduced in size further (in terms of consolidation into more subVIs).

• LabVIEW version 6i 'waveform' functions are employed to build the waveform from the array and sampling
information.

• Values that need to be recycled and/or are needed for comparison in order to make decisions are stored in

shift registers attached to the while loop boundaries.

• Small 'wait' delays are placed in the while loops of the main diagram and in the while loop of the subVI

module so no monopolizing of CPU time by any one module occurs.

• The architecture employed here allows the use of any A/D converter suitable for the requirements of the

system.

Xray Spectral Mapping System For Characterizing The Quality And Uniformity of Photon Detector
Materials

Development of longer-life and higher performance photon detector materials are needed for future Space and

Earth science missions at NASA. These materials will be used to sense the different forms of radiation present in
Space and in the atmosphere (Parker, et al., 1999). The facility described here (and the one described in the next

section) should help in achieving these goals. The Xray Spectral Mapping system consists of two motorized manipu-
lator stages wl_ch move a mounted phoion detector sampie relative t-o-a 200-kV-Xi'_iy tt/be (xray phoion source).
The stages are moved by a PC-based motion confi-_lI_-r_-oard iirderLab_ _iilSe_isi0n_ The stages move in the

lateral (X) and upward (Z) direction as the Xray_ tube bombards the photon detector sample under test with a colli-
mated Xray beam at one spot (as small as 100 ffm) on the sample. A voltage gig/hii_S gerierated across the sample

related to the charge carrier lifetime and mobility of the sample at that X-Z scan location. The voltage signal is fed
into a preamplifier before entering the PC-based multichannel analyzer A/D card for conversion to an Xray spectra.

As a result of this process, an Xray spectra for each X-Z scan location is generated, and the uniformity of the sample
with regards to charge carrier lifetime and mobility is mapped. Hundreds of images can be obtained in each scan

since an image can be calculated at each channel.
The LabVIEW (version 5.1.1) software program developed for the system has the following characteristics:

• It utilizes a state machine architecture (Bitter, et al., 2001; Fowler, 1996; Gruggett 1995b; and Johnson, 1997)
to efficiently handle the various main tasks. This results in the user being led through a series of menus for

program options. Figure 5 shows the opening screen for the application.

• All instrumentation (multichannel analyzer A/D board, motion control system) is controlled via LabVIEW
drivers.

• The following are used extensively throughout this application: significant numbers of shift registers to recir-
culate information, attribute nodes to control display attributes, and local variables for initialization and for

operational control.

• Most of the subVIs corresponding to the main functions were dynamically loaded to reduce program footprint

size in memory. The disadvantage to dynamic loading is the increased difficulty in debugging source code
when all the functions are not in memory.

• Verbal (audio) directions can be enabled to help lead the user through the program. For this feature, .wav files

were recorded and are played back via LabVIEW subVIs.

• Since hazardous radiation is used during the testing, a login feature is present as a safety feature to limit the

users to only qualified and trained operators.

• Front panel control buttons are disabled at various times to guide the user through the proper program
operation.

• A large front panel indicator shows messages alerting the user top program status.

• All controls and indicators have a description; the user can select the 'show help' menu item and view all

descriptions during program operation. All subVIs in the block diagram have a description as well.

• The user has the option of displaying and analyzing data from the current scan, or from any previously-
obtained scan data set.
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• Theadventof the tabbed menu interface in LabVIEW version 6i provides another user-friendly and popular

interface choice for developers. The tabbed menu interface allows a state machine format in a potentially
easier coding mode. This interface type was not used in this application since it was developed in LabVIEW
v5.1.1.

• Development in LabVIEW v6i would also have allowed extensive reduction in block diagram sizes via the

use of property nodes in separate subVIs. (A work of caution: check to make sure all software drivers are

compatible with new versions of LabVIEW before upgrading a developed application.)

Figure 6(a) shows the panel for a subVI module used to view and analyze the Xray scan data. This module is

quite powerful and has the following characteristics:

• The user has a choice of viewing one of three sets of images that were normalized/scaled in different fash-

ions, all sets calculated after completion of scanning.

• An Xray spectrum (upper left plot window) is produced at each scan point which show photon counts versus
channel or bin number. The bin numbers represent different Xray wavelengths or energy levels). The user is
first asked to select a representative spectrum from one of the scan points. Thereafter, a scan image, or Xray

map, appears in the top center plot window. The Xray map shows the Xray photon counts as a function of

scan position at a particular bin number (with the bin number being that denoted by the cursor x location in

the upper left plot window).

• Moving the cursor from left to right over the chosen spectrum in the upper left window, the image will
change as a function of the bin number, and the user can cycle thru all the Xray maps in the data set.

• The Xray maps were computed from the spectra after the scan took place; all spectra and images were stored

in binary files. The images were scaled in three different formats based on the minimum and maximum pho-
ton counts value of the individual image, the whole image set, or a series of image sets. Depending on data

comparison objectives, the user can select which set of images to view.

• Just below these maps, a 3D surface visualization of the Xray map is shown. Transparency, plot style, and

_caling can be altered.

• Additionally, by moving the cursor located on the image map, the window at the top right will show the spec-
trum associated with that XZ scan location.

• All plot windows in the front panel of this subVI contain reduced versions of the LabVIEW palette and cursor
display for zooming and panning. (The unnecessary portions of the palette and cursor displays are covered

ith decorations the same color as the front panel to hide unnecessary functions.)

• The user has further options for changing image color scales, rebounding (contrast expanding or removing

oulliers) the image, and performing a channel averaging technique that reduces spectra noise and smoothes
the resulting spectra and bin images. These options are enabled via mouse-clicking on the buttons in the lower

left quadrant of the window. A collage of the overlying windows representing these options are shown in fig-
urc 6(b).

• The user, upon exiting, is given options to save the displayed image or entire front panel to .bmp, .jpg, or .png
files. At this point, the user can also store the actual scan values (photon counts versus scan position) to a

spreadsheet file. The user is then returned to the main calling window after exiting the subVI module.

• The user can view a movie (both in intensity graph and 3D surface format) of the Xray maps as a function of

Xray bin number by selecting the control button on the main interface for this option.

Xray Life Testing System For Characterizing Degradation of Photon Detector Materials

The Xray Life Testing facility is used to measure performance over time for photon detector materials in vari-

ous configurations/geometries (Parker, et al., 1999). The Life Test Facility consists of a maximum of 20 stations
(5 substations with 4 detector samples each), and has provisions for measurement of temperature, power voltage,

leakage current, and Xray spectrum for each station (although temperature measurement [thermocouple] and
power voltage hardware are in place for each substation only [set of 4 samples] rather than for each station). A
IEEE-488 (GPIB) controllable switching chassis system filled with multiplexing cards manages (under software

supervision) the significant number of measurements required. Each multiplexing card has many "channels" and

so can accomodate multiple measurements of a single type. The outputs of the measurements are then routed to
GPIB-controlled multimeters (temperature, power voltage, leakage current) and a pc-resident multichannel analyzer
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A/Dcard(Xrayspectrum).(Temperature(typeJthermocouple)andleakagecurrentareroutedtoonemultimeter
andpowervoltageisroutedtoanother).Whenthelifetestisstarted,radiationsources(Americium241isotope)
bombardthephotondetectorswithradiation,andavoltagesignalisgeneratedacrossthesamplerelatedtothe
sample'schargecarrierlifetimeandmobility.Theleakagecurrentmeasurementforeachsampleisassociatedwith
theappliedelectricfieldandiscalculatedfromthevoltagedropacrossaresistor.A seriesofXrayspectra(number
ofphotonsasafunctionofspectralwavelength)foreachsampleareobtainedafterprocessingbyamultichannel
analyzerA/Dcard.TheXrayspectrasarethenanalyzedforeightdifferentXrayparametersincludingPeakCounts
Value,GrossCounts,andFullWidthHalfMax(%).Areferencetestpulseobtainedfromapulserisusedtodeter-
minewhetherXrayspectraorleakagecurrentchangesovertimearerealorareduetopreamplificationchangeswith
time.TheFullWidthHalfMaxofthetestpulseisrecordedalongwiththeotherXrayparameterstoallowthede-
termination.ThewholeprocessismanagedbytheLabVIEWsoftware.LabVIEWdriverswereavailableforallof
theinstrumentation.Featuresinclude:

• TheLabVIEW(v5.1.1)Xraylifetestsoftwarehasasimilarstatemachinetypearchitectureasdidthespectral
mappingsystem,andthefrontpanel(fig.7)isorganizedsimilarly.

• Control buttons are disabled at various times so as to guide the user through the proper program operation.

• Management and setup of all the measurements is accomplished via a large, user-editable table control in the
channel setup subVI module. An example with 16 measurements/channels is shown in figure 8. The table

information is in ASCII text format and is initially recalled from a spreadsheet file. The table control is used
to manage up to 80 different measurements in terms of (I) their associated parameters or characteristics (e.g.,

Xray integration time) and (2) their location within the hardware switching system. Since the information in
the table is in ASCII text format, the values of parameters needed for further processing are converted to their

numerical equivalent in the block diagram source code. At the bottom of the panel, a bitmap schematic is
provided of the layout of one of the cards used for leakage current measurement so the user is shown how the

physical connections on the card correspon d to t_e channe[numbers used for software control
• The heart of this application is the actual ilfe test subVI module. The llfe test can be setup to run for months.

For the Life Test, the user has a number of ch0ides regarding display modes for the actual life test. A dialog
pop-up box appears with the choices of:

o MAIN LIFE TEST WINDOW WITH NO CHARTING (fig. 9(a)): A significant number of parameters
related to the life test are monitored on this window. At any point in the test, directly from this panel, the

user can change Xray parameters such as integration time that were originally specified in the channel
setup window. The changes take place when the next cycle of measurements begins. No on-screen history
or trend charting of parameters is shown. Data in binary format is written to file.

o LIFE TEST WITH 'SMALL" CHARTS: The window in figure 9(a) is shown and small charts that plot the

various measurements/parameters are appended below the main panel (fig. 9(b)). The user employs the ver-
tical scroll bar to get to this portion of the window. The charts utilized are the conventional LabVIEW
waveform charts. Any combination of channels/stations data/measurements to display can be chosen via

checkboxes (Gruggett, 1995a). Deselected channels are in fact still plotted but colored transparent. What-

ever stations chosen will be applicable for all charts so that the checkbox control is global to all charts. The
moving chart window will show the most current 50 measurements according to measurement number.

Charts are updated after analysis of each cycle's data.
o LIFE TEST WITH CHART HISTORIES (TRENDING): The window in figure 9(a) is shown along with

individual pop-up chart history windows (fig. 9(c)). The chart history architecture is a modified, highly
flexible version of that presented by Johnson, 1997. Significantly more control is available for the chart his-

tories as compared to the conventional LabVIEW waveform chart that was utilized in figure 9(b). The chart
histories show date and time on the x-axis; since the life test can go on for weeks or months, this scale is

more informative than just a numbered measurement. The number of points to display in each chart history
window is adjustable via the slider control near the top of each window; for the conventional waveform

chart, it must be fixed in advance. The user can also scroll back in time to see early measurements that are
not currently in the window when the number of points shown in the window is less than the total number

of samples stored for chart history. Once data has been collected beyond the number of samples to store for
chart history is obtained, the earliest data is flushed from the (circular) buffer (Johnson, 1997 and Lab-
VIEWDeve]o]_er 7x3ne._000). Anyco-mbin_ion oiechannels (measurement)can" 6e_chosen via checkboxes

for each individual chart history window. The charting can be paused. A large 'chart' mode is available via

control button on each individual panel. The truly individual nature of each chart history was managed by
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makingbrothercopiesofamastercharthistoryVI in thesourcecodepriortoexecution.A moreelegant
andfeasiblesolutionwouldhavebeentodynamicallymakecopiesofthemasterchartduringprogramexe-
cutionbasedonthenumberof propertieschosentochart.Charthistoriesareupdatedafteranalysisofeach
cycle'sdata.However,thecharthistoriescannotbescrolledwhileXraydataisbeingtakensincetheXray
controlinvolvessynchronousDynamicDataExchangecallsthatmonopolizeCPUtime.

• Dataoriginally stored in binary format can be converted to ASCII text format for storage in spreadsheet for-
mat via a main interface control button. The data can then be read by software programs such as Microsoft

Excel.

• A simulation mode is present to test new features off-line (without hardware attached) and to demonstrate

facility operation to visitors.

The New Cloud Absorption Radiometer

The aircraft-mounted Cloud Absorption Radiometer (CAR) instrument has been the most frequently used air-

borne instrument built in-house at NASA Goddard Space Flight Center. Since 1983, it has been used to gather data

for atmospheric studies over many sites in the United States, Azores, Brazil, and Kuwait (King, et al., 1986 and
King, 1992). The CAR instrument is capable of measuring light scattered by clouds in fourteen spectral bands in

ultraviolet, visible and near-infrared regions (total wavelength range of 0.340 to 2.3 p.m). CAR data has been the
basis for climate studies, remote sensing application development, and atmospheric condition assessment (e.g., after

disasters such as the Kuwaiti oil fires). The LabVIEW (v5.1.1) software interface for CAR (fig. 10) completely

replaces the prior data system and control panel with a compact and robust virtual instrument that performs control,

data acquisition, display, and data storage functions.
Some of the software features and operation details include:

• The CAR interface is logically divided into control buttons, status indicators, and data display functions.

• A full data cycle consisting of 10308 character bytes of data from two RS-422 serial ports is acquired,
decoded, analyzed, displayed, and stored every 600 msec. Typical mission experiments run for 2 to

4 hours resulting in 100-200 mb data sets. One serial port reads 10264 character bytes obtained from the
instrument controller. This is the instrument data. A second serial port obtains aircraft information such as

latitude, longitude, altitude, pitch and roll angles from a transmission every 100 msec by the University of

Washington. The aircraft data is needed to understand the state of the aircraft while the instrument obtains
its radiometric data. The two data streams are concatenated at the end of each data cycle, and correlated with

each other during post-flight analysis. Each cycle's data is written to file on hard disk for post-processing.

• Serial port writes are used to send commands to the controller module of the instrument. The commands writ-
ten (when the user interacts with one of the control buttons on the CAR software interface) are converted to

analog voltages to control the various hardware functions such as mirror heating.

• Two main while loops controlling the serial communication are employed in the source code: one controlling
serial command writes and one controlling serial data reads. The while loops operate at different speeds

(delays). Communication between the two while loops is accomplished via local variables.

o The loop controlling serial command writes is in a wait state (polling occurs every 100 msec) until trig-

gered by one of the commands (e.g., change of Dwell Setting).
o The loop controlling serial data reads checks for the predefined number of character bytes (representing a

whole data cycle's worth of information) to have arrived at the serial port before executing the remaining
decoding and display functions. If the predefined number of bytes has not arrived at the read serial port, the

loop waits until the next 5 msec multiple (plus 1 extra msec) before checking again. This architecture is
based on that shown for conventional serial communication function presented in Johnson, 1999.

• LabVIEW v2.5 VISA serial functions are employed seamlessly for serial port communication.

• Empirical demonstrations revealed that the MS Windows NT 4.0 operating system executed the LabVIEW
software significantly faster than MS Windows 98. Special LabVIEW routines are required to access the

parallel port when using the Windows NT operating system.

NASA/TM--2001-210683 7



• A command written to the computer parallel port from the software interface is used to start the instrument
via an isolated switching interface device on the instrument.

• Control button and indicator colors 'red' and 'green' are utilized consistently in the interface to indicate
inactive/off and active/on states. Controls are enabled and disabled based on user actions to guide the user

through virtual instrument operation. Function and nonfunction key navigation (with special LabVIEW key-
board utility for the latter) is employed for controls.

• Real-time plotting of data from any combination of user-selectable spectral channels/bands at any user-
selectable view angle (based on the tilt of the aircraft) is utilized.

• Lower CAR Data graph utilizes circular buffer technique (Johnson, 1997 and LabVIEW Developer Zone,
2000) to manage viewing of latest 100 cycles of data.

• The instrument has been software-enabled to work in an off-aircraft mode that allows calibration, testing, and
experimentation prior to the mission.

• A simulator mode is available that allows pre-testing of new features that might be added in the future. This
mode also permits development at times when the instrument/hardware is off-location, and demonstrations to

visitors interested in the CAR. The simulator mode uses no serial port hardware to operate; only global vari-
ables written to and read from.

• Preliminary data from the August 2000 CAR mission flown over S. Africa and utilizing the new CAR version

for the first time is publicly available at http://www.safari2000.org. Additional information for CAR projects
are available at htto://_ar,zsfc.nasa._ov. (These were the website addresses at time of publication.)

CONCLUSION

Thi, article provided an overview of several software control applications developed for NASA using Lab-
VIE\V. The applications covered here included:

• an Ultrasonic Measurement System for nondestructive evaluation of advanced structural materials, an Xray
Spectral Mapping System for characterizing the quality and uniformity of developing photon detector
materials

• a Life Testing System for these same materials,

• and the instrument panel for an aircraft-mounted Cloud Absorption Radiometer that measures the light scat-
tcrcd by clouds in multiple spectral bands.

Current applications _tten in LabVIEW v6i and later will make extensive use of custom run-time menu-based

and lab control-based interfaces in concert with state machines. The implementation of those applications will be

presented in future articles.
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